Elevated intracranial pressure (ICP) is a significant problem in several forms of ischemic brain injury including stroke, traumatic brain injury and cardiac arrest. This elevation may result in further neurological injury, in the form of transtentorial herniation 1, 2,3,4 
. Current therapies are often inadequate to control elevated ICP in the clinical setting 5, 6, 7 .
Thus there is a need for accurate methods of ICP measurement in animal models to further our understanding of the basic mechanisms and to develop new treatments for elevated ICP.
In both the clinical and experimental setting ICP cannot be estimated without direct measurement. Several methods of ICP catheter insertion currently exist. Of these the intraventricular catheter has become the clinical 'gold standard' of ICP measurement in humans 8 . This method involves the partial removal of skull and the instrumentation of the catheter through brain tissue. Consequently, intraventricular catheters have an infection rate of 6-11% 9 . For this reason, subdural and epidural cannulations have become the preferred methods in animal models of ischemic injury.
Various ICP measurement techniques have been adapted for animal models, and of these, fluid-filled telemetry catheters 10 and solid state catheters are the most frequently used 11, 12, 13, 14, 15 . The fluid-filled systems are prone to developing air bubbles in the line, resulting in false ICP readings. Solid state probes avoid this problem (Figure 1 ). An additional problem is fitting catheters under the skull or into the ventricles without causing any brain injury that might alter the experimental outcomes. Therefore, we have developed a method that places an ICP catheter contiguous with the epidural space, but avoids the need to insert it between skull and brain.
An optic fibre pressure catheter (420LP, SAMBA Sensors, Sweden) was used to measure ICP at the epidural location because the location of the pressure sensor (at the very tip of the catheter) was found to produce a high fidelity ICP signal in this model. There are other manufacturers of similar optic fibre technologies 13 that may be used with our methodology. Alternative solid state catheters, which have the pressure sensor located at the side of the catheter tip, would not be appropriate for this model as the signal would be dampened by the presence of the monitoring screw.
Here, we present a relatively simple and accurate method to measure ICP. This method can be used across a wide range of ICP related animal models.
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Discussion
The procedure presented here enables a very sensitive and accurate recording of intracranial pressure. This minimally invasive technique avoids significant brain trauma by positioning the pressure sensor in the epidural space and not the brain tissue or ventricles.
The critical steps Include: 1) drilling through the skull -care must be taken not to pierce the dura or damage underlying brain tissue; 2) ensuring a tight seal with the caulking material -if there is any leak, the ICP trace will not be reliable. When the ICP sensor is appropriately positioned, the reading will give an accurate trace of not only ICP, but also respiratory and heart rate. With inspiration, the more negative intrathoracic pressure reduces downstream intravascular pressure, creating a greater pressure gradient and increasing cerebral venous return. The subsequent reduction in cerebral blood volume results in a decrease in ICP. Conversely, expiration increases the downstream venous pressure and increases ICP. Brief, one second abdominal compressions can be performed in every experimental animal to simulate a stimulus similar to a Valsalva manoeuvre. When applied, this physiological stimulus is known to reduce cerebral venous return and result in a transient rise in ICP. A lack of response to abdominal compression (no rise in ICP) suggests a leak in the airtight seal or blockage of the hollow screw. If a leak is apparent, a third layer of caulking material may be applied around the sensor to obtain an airtight seal. Note that the caulking material will not compress the optic fibre, so an additional layer will only ensure an adequate seal. If the screw is blocked, remove the caulking material and sensor, flush the screw gently with sterile saline and repeat steps 3.2 -4.5. If the ICP trace is still weak, the fibre optic cable must be checked. The SAMBA optic fibre cable can tolerate a bend radius of 10 cm, if this is exceeded the ICP trace will be compromised.
The dura is in very close proximity to the skull, and therefore utmost care must be taken when removing the skull in step 1.8. When learning this technique, the dura may be accidently pierced and cerebrospinal fluid (CSF) will leak into the epidural space and into the monitoring screw. A knick in the dura, however, will not affect the ICP measurement because the cranial vault is sealed.
This method is suitable for use in animals under anaesthetic, however it is readily modifiable to perform recordings using a tether system in awake animals. The technique described has the potential to be used in many models of ICP measurement. The optic fibre used in this method is insensitive to any form of electro-magnetic fields and is therefore compatible with imaging technologies such as MR, CT, PET and SPECT. The quality of the recordings and reliability of measurements over time is superior to those obtained using commercially available fluid-filled catheter systems.
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